The horizontal plane in patient positioning for panoramic radiography.
The average angles between the horizontal and occlusal planes and the ala-tragus and orbito-meatal lines were measured for 96 patients in a panoramic x-ray machine. The angles required to produce clinically acceptable radiographs are described. Some operator judgment is required when positioning each patient's head for radiographs of optimum quality.